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Abstract — We present a framework for localizing and opening 
doors that fall within our current field of view, using Playbot, 
a computer controlled wheelchair that is equipped with vision 
sensors and a 6+2 degrees of freedom robotic arm. Contributions 
of the paper include: (i) Reliable detection of a specular door 
handle from close distances, where intense specularities tend to 
make many object detection algorithms unreliable (ii) Reliable 
stereo vision depth extraction of a specular door handle and 
subsequent opening of the door using a 6+2 degrees of freedom 
robotic arm. We present results demonstrating the validity of the 
approach and we discuss promising directions for future research. 



I. Introduction 

With a rapidly aging population in the developed world, 
service robots that can help people with mobility impairments 
lead a more independent and productive life, are becoming 
ever more important [5]. Playbot is a long-term large-scale 
research project whose goal is to provide a computer con- 
trolled wheelchair which may enable children and adults with 
mobility impairments become more independent [14]. Tasks 
that we want Playbot to perform include the ability to visually 
search the environment (Active Visual Search [12, 15, 19]), to 
recognize objects and events and to work in natural dynamic 
and unpredictable environments. The research of the project is 
focused on Playbot's vision, as this is the major bottleneck to 
the development of intelligent robots [14]. Therefore, vision is 
the primary sensor on Playbot and we do not use other sensors 
such as laser range finders or sonars. 

A number of researchers have previously dealt with the 
door opening problem using a mobile manipulator. In [9] a 
control strategy for door opening with the use of a mobile 
3 -fingered manipulator is proposed. Active sensing algorithms 
are proposed to overcome uncertainties in a real environment. 
Rather than using a wrist force/torque sensor for force and po- 
sition control, the contact force data of a multi-fingered robot 
hand is used. In [8] the authors implement a door opening 
controller using a hybrid dynamic system model that is more 
abstract than traditional continuous control techniques and 
uses relaxation of force control. The results demonstrate that 
higher level models for controlling the manipulator can lead 



to significantly lower error during the door handle grasping 
task. In [7] the authors use the path of least resistance to 
control an arm and open a door. In [6] the authors model 
the door opening task using a sequence of planned motion 
primitives - called "action primitives" by the authors - where 
each action primitive is designed with an error adjustment 
mechanism to help deal with positioning errors of the mobile 
base. The authors assume that the position and radius of the 
door is known beforehand. In [2] Brooks et al. present a robot 
equipped with a dexterous arm that is capable of finding a 
door, pushing it open and going through it. However, the robot 
does not deal with the problem of reaching and turning the 
door handle. 

In this paper we present a framework used by Playbot 
for localizing and opening doors. The contributions include: 
(i) Reliable detection of a specular door handle from close 
distances, where wild intensity fluctuations due to specularities 
tend to make many object detection algorithms unreliable 
(ii) Refiable depth extraction of a specular door handle and 
subsequent opening of the door using a 6 + 2 degrees of 
freedom robotic arm and stereo vision. 

In Section II we overview the Playbot project within the 
context of which the door lozalization and opening behaviors 
were built. In Section III we describe our approach for localiz- 
ing door handle instances and subsequently opening the door 
using a robotic arm. In Section IV we present experimental 
results of the localization performance and the door opening 
performance demonstrating the refiabifity of our approach. We 
conclude the paper by discussing promising topics for future 
research within the context of the Playbot project. 

II. The Playbot Project 

Current assistive technology for the physically disabled rely 
on the user's visual system as part of a closed-loop control 
system. For example, in one class of robotic aids, specialized 
sensors are developed for a finger or eyebrow. To grasp an 
object, the user visually guides a robot manipulator through a 
series of micro-activations to the target. Each micro-activation 
moves a particular joint of a robot arm by a small distance. 




Fig. 1. The Playbot wheelchair which we used in our experiments. 



This can be tedious, especially for children, as the user tires 
easily and the amount of work done is insufficient. 

Playbot (Fig. 1) is designed to replace part of this control 
loop [13]. The user's visual system is still needed to determine 
the goal of a manipulation and to communicate with the robot. 
But the robot's visual system then takes its place in the closed- 
loop control of the robot in the execution of the task. The user 
is thus spared the frustration, tedium and effort of performing 
these tasks. 

Let us imagine the following: A child is seated in a mobile, 
computer controlled wheelchair, which possesses a robotic 
arm with a manipulator, a stereo- colour camera system and 
a communication panel. The child would be able to point to 
an icon of a toy on the panel and then point to a sequence 
of action icons that he/she wishes the robot to perform with 
that toy, creating a sentence describing a play sequence. 
The play sequence could involve bringing toys to the child's 
table for close inspection and manipulation, for example. The 
wheelchair would visually locate the toys in the environment, 
plan the execution of play, and together with the child move 
and carry out the actions. The project is currently beginning 
its second phase, that is, implementation on a motorized 
wheelchair. 

Playbot consists of a modified electric wheelchair (the 
Chair-man Entra, by Permobil Inc., USA), a 6-1-2 d.o.f. robotic 
manipulator (MANUS, by Exact Dynamics, Netherlands), a 
tablet PC, a number of monocular and binocular cameras, 
control electronics, three on-board laptops (Apple MacBooks 
with Intel Core 2 Duo Processors and 1GB RAM) running 
Linux and an off-board server (Sun Fire X2100 with a dual 
core AMD Opteron 1.75, 4GB RAM) also running Linux 
and providing further computational power. Both the electric 
wheelchair and manipulator were selected for the project due 
to their widespread clinical use. Further modifications to the 
wheelchair involved the integration of a motion controller 
by RoboteQ Inc. and the development of custom control 
electronics using a Motorola HCS12 microcontroller. 

The co-ordination of services is handled by DataHub, a 
computing system that our Playbot group has developed. 
DataHub is based on a publish/subscribe model with dis- 
coverable services. Each service publishes information about 
itself in a central repository called Hub. When a client wants 
to subscribe to a service, it requests information from Hub 
about the service (IP address, TCP port and other related 



information) and Hub replies with the desired information. 
From that point on the client can talk to the service directly. In 
our approach, communication can continue even if Hub fails. 
Similar features are found in popular robot control software 
such as Player/Stage [4] and YARP [18]. 

The user interface is based on the BLISS symbolic language 
and is composed of various pictorial symbols representing 
locations, objects and actions. The operator can compose 
commands by selecting a sequence of iconic symbols on the 
tablet PC, such as "go to", "toy table", "point to", "target one", 
which tells the wheelchair to go to the Toy Table, to visually 
search for Target One and once Target One is detected, to raise 
the arm and point towards it. Control for Playbot is based on 
behaviors that combine deliberative and reactive processing 
with vision as the primary sensor [3], [10], [11]. 

III. A Description of the Related Behaviors 
A. Door Localization 

Standard template correlation/least squares based methods 
tend to degrade in performance when trying to localize spec- 
ular objects from close distances, such as door handles, as the 
specularities become much more pronounced. Furthermore, 
depth extraction algorithms perform quite poorly when deal- 
ing with specular objects, making pure stereo vision based 
approaches problematic. The door localization and opening 
behaviors provide methods for dealing with these problems 
- using exclusively vision based sensors - and subsequently 
opening the door. This allows us to segment the door handle 
and thus know the exact region where we are going to grasp 
the handle. This is also vital for our depth extraction algorithm. 

The handle detection of the door opening behavior has to be 
extremely reliable - low number of false positives so as not to 
frustrate the user - and capable of deaUng with specularities 
and changes in illumination. Recognition methods based on 
edges/lines/image derivatives are known to be more robust 
than appearance based techniques under illumination and 
contrast changes. To achieve some robustness under changes 
in contrast and illumination, we use an algorithm introduced 
by Viola and Jones [16], which is based on a set of Haar-like 
features. As training data for each door handle, it uses a dataset 
of 1500 instances of the door handle at slightly different 
rotations and with different artificially induced illumination 
and contrast conditions. All the 1500 instances of the door 
handle were artificially generated using a single template 
image of the door handle. 

One or more candidate handles are typically detected and 
we, therefore, need a method to remove any potential false 
positives. A simple template matching approach in HSV space 
is used. The template of the door handle and each detected 
region is converted to HSV space and a histogram comparison 
in the S channel spaces provides us with the candidate door 
handle. The candidate region most closely matching the door 
handle's template is selected as the segmented door handle 
region (Fig. 2(c)). To compare the S channels of two image 
regions, we first normalize each region's S channel histogram 
to have a total area of 1. The final matching score for the 
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Fig. 2. (a): A close up view of a door handle, (b): The same door handle under different lighting conditions. Notice the intense specularities which can 
easily confuse recognition algorithms and stereo vision based depth extraction algorithms, (c): A detected door handle. Notice the slight difference in the 
door handle geometry compared to handles (a) and (b). (d): The extracted medial line which intersects the keyslot region where depth extraction is reliable, 
(e): Playbot's arm as it begins to open the door handle, (f): The arm a few frames later as it is in the process of opening the door by pushing the handle 
downwards. 



two image regions is the total area of intersection of the 
two histograms. We have also performed histogram matching 
using the HS channels rather than only the S channel, but 
we observed a modest decrease in the door handle detection 
performance. We attribute this to the fact that the door handle 
contains white/grey/black, sometimes making the H channel 
histogram ill-conditioned.^ 

B. Door Opening 

We extract reliable depth values from any regions of the 
door handle where conspicuous features exist. In our case this 
region corresponds to the keyslot location, as it is seen in Fig. 
2(a)-(d). We use the relative coordinate system implied by the 
segmented door handle region and the known geometry of 
the door handle to accomplish this. A Canny edge detector is 
used in conjunction with a probabilistic Hough transform in 
order to detect the upper and lower parts of the door handle 
falling in the segmented door handle region. The parts are 
detected by searching in the segmented door handle region 
for the two most horizontally parallel lines that have a certain 
minimum amount of separation. As the lines detected by the 
Hough transform do not always detect the entire length of 
the upper and lower region of the door handle we extend the 
detected lines to cover the entire segmented region. From those 
two lines we extract their medial line which also intersects 

^We thank one of the anonymous reviewers for making this suggestion. 



the lock region, as Fig. 2(d) shows. We use this medial line 
to detect the keyslot location by searching for the darkest 
region close to the right-half of the line. A precondition of 
our algorithm is that the stereo camera is almost parallel to the 
door. We extract 25 3D coordinates corresponding to 25 pixels 
around the keyslot region and fit those points to a plane using 
a least squares approach. This plane allows us to extract the 
orientation of the door handle with respect to the stereo camera 
coordinate system. If the plane angle/orientation along the axes 
is not within some reasonable limit (±10°) we assume we are 
dealing with poor depth extraction and set the plane parallel 
to the stereo camera. We also experimented without using the 
handle's orientation extraction algorithm, by assuming that the 
stereo camera was perfectly parallel to the door. This did not 
appear to significantly affect the performance of the algorithm, 
since the wheelchair's stereo camera is almost always placed 
parallel to the door. However, in future work, to achieve 
handle localization and manipulation from multiple aspects, 
estimation of handle orientation will become a necessity. 

The 6 d.o.f. arm is then used to open the door. A single 
contact point on the door handle is defined and the arm is used 
to push that contact point along a desired circular trajectory 
followed by a forward push on the door itself, that pushes the 
door open. This single contact point simplifies the task and 
makes the solution more reliable as no grasping is needed and 
we only need to solve the inverse kinematics problem in order 



to push the contact point along the desired circular trajectory 
without having to worry about force/torque control of the arm. 
However, force/torque control with compliance would likely 
simplify the problem and lessen the need for very accurate 
vision modules. As our robot arm is not equipped with any 
force sensors, all arm control is purely vision based. 

A constrained optimization problem is defined and solved 
that controls the 6 parameters of the arm joints under the 
constraints that the gripper is maintained parallel to the door 
at all times and it is performing the desired circular motion 
to turn the handle. Once the handle is turned, a forward push 
on the door's body can open the door. A video of the arm 
opening behavior can be found at [13]. 

IV. Experimental Results 

Playbot (Fig. 1) is positioned near the door handle at various 
distances (stereo camera distances of approximately 45cm- 
72cm) from the door handle, and at a number of modest 
rotations from its default parallel position to the door (within 
approximately ±10°), in order to evaluate the door locaUza- 
tion and door opening behavior's performance. We made an 
effort to position Playbot at a number of poses that would 
approximately uniformly sample the space of distances (45cm- 
72cm) and the space of orientations (±10°). All sensing is 
done using a stereo camera (Bumblebee stereo camera. Point 
Grey Research Inc.). We executed the behaviors 15 times with 
a success rate of 12/15 runs. Our results are presented in 
Fig. 3. Two of the failed cases occured because the stereo 
camera was too close to the door and as a result the door 
handle did not fall within the field of view of both the left 
and right camera views. The other failed case occured at the 
other extreme of distances (72cm). At this distance the arm 
had to be almost fully extended to reach the handle. Poor depth 
extraction and/or poor optimization in the inverse kinematics 
caused the estimated joint angles to fall in local minima. 
However, the door handle and the key slot were still accurately 
located at this distance. The results demonstrate the importance 
of using cameras with wide fields of view or incorporating 
some mechanism for automatically adjusting the wheelchair's 
distance from the door, so that the door handle always falls 
within the field of view of the cameras. 

Without our improved methodology for depth extraction and 
due to the specular nature of the door handle, the system 
typically over-estimates the depth of a random pixel on the 
door handle. On 15 stereo images acquired during our test 
runs, the estimated depth at any pixel on the door handle 
- other than the key slot location - was typically 8- 10cm 
greater than its true depth. This occured due to the specular 
nature of the reflection on the door handle and the smaU 
number of conspicuous features on the handle's surface. Errors 
of 8- 10cm in the depth extraction can cause the arm to 
coUide with the door and our module to fail. In all cases, we 
used the Birchfield-Tomasi algorithm to determine the stereo 
correspondences [1]. 

There was only a modest amount of variability in the 
illumination, as all our experiments were done indoors and 



in a controlled environment. Tests were performed during 
various moments of the day (morning, evening, etc..) which 
affected the illumination conditions in the lab -large windows 
are located in the lab-, however, this did not appear to 
significantly affect the algorithm. However, we performed an 
experiment with an intense source of light falling on the door 
handle, which caused the histogram comparison to be less 
accurate, indicating that more work can be done to improve 
the robustness of the algorithm in this respect. 

V. Conclusion 
An approach for localizing and opening doors using a robot 
wheelchair equipped with a 6-1-2 d.o.f. robotic arm was pre- 
sented. All sensing was exclusively vision based. Our results 
demonstrate the reliability of our approach. We are currently 
in the process of extending this door handle localization 
algorithm by making the system capable of detecting door 
handles that do not fall within our current field of view by ac- 
tively controlling the wheelchair orientation and the camera's 
pan/tilt. The problem of searching for an arbitrary object in 
3D space is NP-hard and it is, therefore, intractable [20]. In 
[12], [15], [19] an active approach to visual search which uses 
a number of heuristics to circumvent the inherent intractability 
of the problem was presented. The active approach for visual 
search is necessary for a number of reasons: 

• To be able to move the fixation point/plane or to track 
motion 

• To see a portion of the visual field otherwise hidden due 
to occlusion (manipulation, viewpoint change) 

• To see a larger portion of the surrounding visual world 
(exploration) 

• To compensate for spatial non-uniformity of a processing 
mechanism (foveation) 

• To increase spatial resolution or to focus (sensor zoom, 
observer motion, adjust camera depth of field, stereo 
vergence) 

• To disambiguate or to eliminate degenerate views 

• To achieve a pathognomonic view [17]. 

We are currently in the process of incorporating this work 
into Playbot. Our current implementation works on a single 
type of door handle. Future work involves making the system 
capable of handling arbitrary door handles, by automatically 
detecting the most conspicuous features that should be used 
for reliable stereo depth extraction from an arbitrary new door 
handle, and being capable of learning the appropriate arm 
motion that would open an arbitrary door. We are investigating 
tactile methods based on force feedback to accomplish this. 
Finally, future work involves making the system capable of 
opening a door by pushing the door handle and pulling - rather 
than pushing the door handle and pushing the door as the 
current system does - and also making the system capable of 
closing the door. Service robots can help people with mobility 
impairments lead a more independent and productive life. The 
work presented here falls within this context, demonstrating 
that the confluence of robotics and advanced vision algorithms 
is promising and important for all. 
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Fig. 3. Our results for various distances of the stereo camera from the door and various modest rotations of the camera. An angle of zero corresponds to the 
stereo camera being parallel to the door, and a positive angle corresponds to a counterclockwise rotation of the camera when viewed from above. All values 
are rounded to the nearest integer. As it is seen, problems arise when the camera is too close to the door (<46cm) as typically then the door handle is not 
in the field of view of both the left and right views of the camera. Rotations of the camera near the door make it more likely that this problem will occur. 
Another error occured at a large distance (72cm). At this depth the arm had to be fully extended. We attribute the error to poor depth extraction and/or to the 
optimization algorithms used in the inverse kinematics estimation falling in a local minimum. Otherwise, the algorithm is fairly reliable. 
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